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Carbon Results 
Z:\MS\S\data\dual inlet\13C\2012\March\120325\S-72894_KORN-11.caf 

Identifier 1 Identifier 2 Analysis Comment 

KORN-11 ck std S-72894 C02 

Additional Information 
lnfomation Gas Configuration 

Peak Center found at [1981] Gas 

Background: 0.49 mV,0.89 mV,1.18 mV Magnet [Steps] 

Pressure Adjustment: Left: 2997.7 Right: 3004.0 (Manual P Cups 

Preparation Method 

03-25-2012 3v_co2.met 

C02 

10446 

3,4,5 

Masses 44.0,45.0,46.0 

Ref. Name: d 13C/12C vs. d 180/160 vs. 
WKS-2-3 -43.760 VPDB -21.530 VPDB 
0 

Raw Data 

lnt.44 lnt.44 rR rR rd rd d d d d 
Sample Standar 45C02/44C< 46C02/44C< 45C02/44 46C02/44 45C02/44CC 46C02/44CC 13C/12C 180/16( 
[mV] [per mil] [per mil] [per mil] vs. [per mil] vs. [per mil] [per mil] 

[mV] vs. vs. VPDB VPDB vs. vs. 
WKS-2-3 WKS-2-3 VPDB VPDB 

Pn 3013.12 

1 2978.35 3008.74 1.1819959 1.4048007 32.864 21.51 0 -10.041 -0.557 -10.755 -0.534 

2 2973.29 3005.51 1.1819916 1.4047327 32.864 21.488 -10.040 -0.579 -10.754 -0.555 

3 2968.96 3001.90 1.1819892 1.4046999 32.877 21.485 -10.029 -0.582 -10.741 -0.559 

4 2964.80 2999.75 1.1819072 1.4046394 32.837 21.473 -10.067 -0.594 -10.781 -0.570 

5 2961.41 2996.44 1.1818795 1.4045638 32.839 21.474 -10.064 -0.592 -10.779 -0.569 

6 2956.73 2993.74 1.1818582 1.4045424 32.848 21.51 0 -10.056 -0.558 -10.771 -0.534 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 45C02/44C02 [per mil] vs. VPDB -10.050 0.012 0.006 2 

d 46C02/44C02 [per mil] vs. VPDB -0.584 0.007 0.004 3 

d 13C/12C [per mil] vs. VPDB -10.765 0.012 0.006 2 

d 180/160 [per mil] vs. VPDB -0.561 0.007 0.004 1.093887 3 

d 170/160 vs. 11.001 0.004 0.002 0.206178 3 
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